the monitoring of vital signs plays a key role in the diagnosis of several diseases. piezoelectric sensors have been utilized to collect a corresponding representative signal from the chest surface. the subject typically needs to hold his or her breath to eliminate the respiration effect. This work further contributes to the extraction of the corresponding representative vital signs directly from the measured respiration signal. The contraction and expansion of the heart muscles, as well as the respiration activities, will induce a mechanical vibration across the chest wall. The induced vibration is then captured by the piezoelectric sensor placed at the chest surface, which produces an electrical output voltage signal conformally mapped with the respiration-cardiac activities. During breathing, the measured voltage signal is composed of the cardiac cycle activities modulated along with the respiratory cycle activity. A representative model that incorporates the cardiac and respiratory activities is developed and adopted. The piezoelectric and the convolution theories along with Fourier transformation are applied to extract the corresponding cardiac activity signal from the respiration signal. All the results were validated step by step by a conventional apparatus, with good agreement observed.
robust in extracting the respiration rate because of the difficulty of finding the RR reference value due to environmental noise 26 .
Mizuno et al. developed a signal-processing algorithm to extract the essential vital signs from a noisy signal. They focused on monitoring the heart rate of drivers to determine the drowsiness level for safe driving. They adopted seat-embedded piezoelectric sensors to detect the heart rate of the driver. These sensors measure the body vibration caused by the heartbeat, but the signal also contains a large amount of car body vibrations based on the road conditions. To overcome this issue, Mizuno et al. proposed a heart rate detection system based on the on-line adaptive filtering technique. The proposed system has a simple structure compared with the offline time-series model (ARX model)-based system and similar performance 27 . Furthermore, the piezoelectric sensors were used in a bed-leaving detection system to monitor the vital signs of the body, such as the respiration rate, blood pressure and human body movements. Piezoelectric sensors were installed inside a pillow and under a mattress or futon. The signal differences between sleeping, awakening, and bed-leaving states were analyzed, leading to the development of a status classification method 28 . Al Ahmad et al. proposed the use of a piezoelectric sheet as a contactless cardiac cycle sensor to extract heart rate and blood pressure from the measured output voltage. The employed piezoelectric sheet captures the heart mechanical actions 29 . The generated output electrical voltage is conformally mapped with the heart mechanical activity, as has been presented in another study 30 . The physiological activities of lungs induce mechanical vibrations inside the chest wall 30 . Such vibrations are correlated with the respiration rate 28 . The piezoelectric sheet that is placed on the chest reflects the activities of the lungs and heart into electric signal 31 .
Both piezoelectric and ECG produces a voltage signals corresponded to the electromechanically activities of the heart muscles. Such generated voltage signals are in the range of millimeter of volts. The electrocardiograph require the use of multiple sensor probes to be attached to subject body and have electrical contact. A piezoelectric sensor does not require to have a direct electrical contact with the subject chest. As it has been shown in 29 , a single piezoelectric sensor can extract the ECG signal successfully. The single piezoelectric sensor sheet can detect a multiple vital signs with single shot measurements simultaneously. In addition, the piezoelectric can measure a micro a minute change in the corresponding vital signs.
In this work, novel piezoelectric-based approaches that allow for the extraction of cardiac cycle parameters from a breathing measured signal are investigated. During breathing, the measured voltage signal is composed of the cardiac cyclic activities modulated along with the respiratory cyclic activity. The proposed method utilizes the principles of the piezoelectric and convolution techniques along with Fourier transformation to extract the corresponding signal of the cardiac cycle activities from a breathing signal measured in real time.
piezoelectric Working principle
Piezoelectric materials exhibit smart properties that make them suitable candidates for use in biomedical devices 32 . The mechanical activities of the heart muscle and lungs induce a vibration inside the chest wall. A piezoelectric cantilever placed on top of the chest surface can collect such vibrations and convert them into an electrical voltage signal 33 . Figure 1 (a) illustrates a piezoelectric sheet placed on top of the surface of the human chest. Figure 2 illustrates the sensing principle utilizing sheet-type piezoelectric sensor of the cardiac and respiration signals. Figure 2 (a) shows a cut-away human body diagram incorporating the heart and lungs organs inside the chest cavity. The effective stress due to the respiration and cardiac activities affecting the surrounding areas of the chest is denoted by σ s . This stress is composed of contracting stress (σ C ) and the relaxation stress (σ R ) that is generated from mechanical activities of the lungs or and heat. This can be mathematically modelled as per the following equation:
S C R when a piezoelectric sensor replaced directly on the outer surface of the chest, it will collect the induced vibrations. The sensor output voltage (V(t)) and the induced strain (S(t)) could be expressed as: 
p c 31 1 where ε, c p , t c , and d 31 are the material dielectric constant, elasticity coefficient, thickness and piezoelectric constant, respectively 29, 31 . The induced strain (S(t)) is the available stress at the external chest surface produced by the effective stress (σ s ) as illustrated in Fig. 2 (b). Figure 2 (b) proposed a schematic representations for the electro-mechanical interactions due to the respirations and cardiac cycle's system performances. The heart/lungs mechanical activities through the effective surrounding will induce vibrations in the chest wall, which can be electrically collected using the piezoelectric sensor attached to the external (outer) chest surface as presented by Eq. (2). In the following sections, the processes used to extract respiration, heart rate and blood pressure values will be discussed sequentially. These parameters are extracted directly from the output voltage of the piezoelectric sheet simultaneously.
Results and Analysis
This section summarizes the approaches for the extraction of the mutli vital signs parameters from the acquired piezoelectric voltage signal. The piezoelectric transducer incorporated in this work is 46 mm long, 20 mm wide, and 0.26 mm thick, with a lead-zirconate-titanate composition. Table 1 summarizes the important properties; remaining material parameters can be found in the corresponding data sheet 34 . A Bluetooth base piezoelectric system shown in Fig. 1 (b) was used to collect the induced vibration on the chest and transmitted wirelessly to a laptop. As shown in Fig. 1(c) , the laptop is equipped with MATLAB to receive and plot the output voltage signal. The data is then processed with developed Matlab codes. The use of MATLAB because it is very rich with build-in functions that can help and facilities the extraction of peaks automatically. In MATLAB; the command "findpeaks" was used to find the local maxima (peaks) 35 . extraction of the respiration rate. Figure 3 (a) displays the measured output voltage time domain signal collected using a piezoelectric sheet placed on top of the chest. The periodic signal has multiple peaks numbered from 1-8 over a 20 s time period. The peaks are conformally mapped to the lungs' performance. The volume of inlet air to the lungs, which is called the tidal volume, is correlated with the maximum peaks. The slope between the maximum peak (A) and minimum peak (B) reflects the exhalation process, while the slope between the minimum peak (B) and maximum peak (C) reflects the inhalation process of breathing and applies to the remaining peaks.
The peaks of the piezoelectric signal taken upon breathing were defined. The time span between each maximum peak and the next one, as well as between the bottom peaks, represents the breath cycle period (B c ). Figure 3 (b) illustrates that the cycle period changes slightly from cycle to cycle. By taking the average of the cycles and then calculating the respiration rate per minute by dividing 60 over the time period of the averaged cycle, a www.nature.com/scientificreports www.nature.com/scientificreports/ respiration rate of 23.7 is obtained for the subject. The following expression was used to extract the respiration rate (breath per minute) from the piezoelectric signal:
where T w is a selected period of time during which the signal is collected and N P is the number of positive peaks for the selected period of time. The period of breath cycle variation was considered by taking the signal over a selected period and then converting it to breaths per minute. Using Eq. (3) and the data presented in Fig. 3 (a), the calculated RR was found to be 24 breaths per minute. In comparison, the measured rate found by counting the breaths taken in one minute was 23 breaths per minute, indicating an error of less than 5%.
extraction of the heart rate. Heartbeat parameters are extracted from a holding-breath signal since this type of signal is a heart signal without the interference of the respiration effect. The signal was taken over a selected period of time using the same piezoelectric sensor placed on the left side of the chest, as shown in Fig. 4 (a). The measured piezoelectric signal is conformally mapped to the heart mechanical activities. There are three main heart actions, which are represented in the output piezoelectric signal in three regions. The first region reflects the atrial contraction and is marked by (A) in Fig. 4(a) . This region is generated due to the depolarization of the atrial fibers and aortic valve opening, which causes the contraction. The second region represents the ventricular contraction and is represented as (B)-(D) in Fig. 4(a) . The ventricular contraction is generated due to the depolarization of ventricular fibers. This activation, along with the closing of the aortic valve, makes the ventricular contract. Thus, the stress of the heart is intensified by ventricular depolarization in the ejection or contracting interval, which is between points (B) and (C). The aortic valves are www.nature.com/scientificreports www.nature.com/scientificreports/ then re-opened, and the repolarization of ventricular fibers is initiated to the relaxation point, represented by (D). Thus, the heart stress decreases until reaching point (D). Repolarizing the ventricular fibers will retrieve its actions and increase the heart stress to reach point (E) 36 .
The peaks of the piezoelectric signal were defined. The time span between the maximum peaks or bottom peaks represents the beat cycle period. The heartbeat cycle period varies slightly from cycle to cycle, as shown in Fig. 4 (b). To extract the heart rate from the piezoelectric signal, the beat cycle peaks, denoted by 1-10 in Fig. 4 (b), were counted (N P ) over a selected period of time (T w ), and the following expression was employed:
Using Eq. (4) and the data presented in Fig. 4(a) , the calculated HR was found to be 83 beats per minute. In comparison, the measured rate found by counting the heartbeat taken in one minute was 87 beats per minute, indicating an error of less than 5%. extraction of the blood pressure parameters. Another vital sign was extracted from the piezoelectric signals when the patient was holding his or her breath, namely, the blood pressure. When the signal was collected from the piezoelectric sheet, the systolic pressure (SP) and diastolic pressure (DP) were measured at the same moment conventionally using an electronic sphygmomanometer, or a blood pressure meter. The DP can be extracted from the heartbeat signal by mapping the SP from the conventional meter with the maximum value of the heartbeat signal. First, from the conventional meter readings, we obtain
where ΔP c is the difference between the SP c and DP c of the conventional meter. On the other hand, the maximum and minimum of the heartbeat signal collected from the piezoelectric signal while holding the breath are represented by H and L, respectively, as shown in Fig. 5(a) . The difference between H and L is Δ o :
The measured blood pressure values using the conventional meter the piezoelectric signal revealed that each 1 mV in the piezoelectric voltage signal corresponds to 1 mmHg in the conventional meter blood pressure readings. The average value of the maximum peaks (H av ) corresponds to the highest reading value in the conventional meter (SP m ). The same applies to the cycle level value of the piezoelectric signal (H cycle ) and blood pressure value (SP cycle ). The following statements relate the piezoelectric signal to the blood pressure values:
For the entire holding-breath signal, the average Δ o was found to be 0.0527. The average H was 0.0246, the average L was 0.0281, and ΔP c was 48. From the previous equations, the SP and DP were extracted from each cycle of the hold-breathing signal, as shown in Fig. 5(b) . The average extracted SP was 112, and the average DP was 64. In comparison, the values from the conventional meter for the SP and DP were 112 and 64, respectively.
Extraction of the hold-breathing signal from the respiration signal. As illustrated previously, the heart rate can be easily extracted from the piezoelectric signal under the hold-breathing situation. However, this www.nature.com/scientificreports www.nature.com/scientificreports/ extraction method is not practical when asking the patients to continue to hold their breath. Thus, accurately extracting the entire heartbeat signal from the respiration signal becomes critical. The significance of the heartbeat signal involves the ability to extract its multiple vital signs, such as the heart rate, SP and DP. This paper proposes a preprocessing method for removing the respiration-related component from the signal of a piezoelectric sensor located on the chest.
The schematic representation and system modeling of the current approach are illustrated in Fig. 6 (a,b), respectively. Figure 6 (a) illustrates the left and right sides of the human chest, within which both the lungs and heart are shown.
Based on the causality principle, the presented system model in Fig. 6 (b) is proposed to establish the relationships among the different signals. The chest wall exhibits two impulse responses according to whether it is in hold-breathing (h R (t) or breathing mode (h H (t). Based on this model, one can argue that both breathing and hold-breathing actions are generated from the same excitation signal source. This excitation signal can be represented by a two-level minimum and maximum threshold function. The hold-breathing mode is activated when a minimum threshold is assumed, whereas the breathing mode is activated when its maximum value is assumed.
From the modeling shown in Fig. 6 (b) and using convolution theory 37 , y R (t) and y H (t) are expressed as:
H H
where "*" represents the convolution operator. h R (t) and h H (t) represent the chest wall impulse responses under the breathing and hold-breathing modes, respectively. These responses depend on several parameters, namely, the chest wall thickness and human health conditions. The Fourier transform 38 of (9) and (10) yields www.nature.com/scientificreports www.nature.com/scientificreports/
H H R R 1 Hence, (14) represents the hold-breathing time domain extracted signal from the measured respiration signal. For further simplification, Γ t ( ) is introduced as follows:
H R 1
As long as there are no changes in the physiological status of the subject health in terms of lungs, cardiac diseases and dramatic weight change, Γ t ( ) remains an invariable time domain response. Otherwise, Γ t ( ) will vary accordingly and should be recomputed. Furthermore, since both cardiac and respiratory parameters are expressed per minute, the averaging of the hold-breathing and breathing cycles is introduced. Moreover, to count for the invariable time domain response, the initial measured and averaged cycles for the breathing (H f ( )
R0
) and hold-breathing (H f ( )
H0
) responses are used to compute Γ t ( ) 0 as follows:
Computation of the chest impulse response. To execute the proposed algorithm, because the periodicities of the hold-breathing and breathing cycles are not identical and differ slightly from each other within the same mode, an average cycle for each mode is first computed. Figure 7(a,b) illustrate the average cycle for the breathing and hold-breathing modes, respectively. This averaging is recommended to overcome the slight change in periodicity of the cycles within the same mode. To proceed further, the average breathing cycle has been scaled down in time to have the same period as for the average holding-breath cycle, as depicted in Fig. 7(c) . This scaled-down process is important to proceed with the calculations, as both signals should have the same time length. The variability in respiration cycle lengths and heartbeat intervals when calculating the average signal has been considered along www.nature.com/scientificreports www.nature.com/scientificreports/ with the direct impact of the variation in the respiration time scale on the frequency response scale. Meanwhile, the average cycle of the hold-breathing signal is interpolated to increase the time points, as displayed in Fig. 7(d) .
Then, the corresponding frequency domain signals for the average cycles are computed using the Fourier transform 39 . Their magnitudes versus frequency are plotted in Fig. 8(a,b) . Recalling Eqs. (14) and (15), the Γ f ( ) 0 function can be computed directly from Y f ( ) H0 and Y f ( )
R0
as follows:
are the corresponding frequency domain signals for the average hold-breathing and breathing mode cycles, respectively. Figure 8(c,d) represent the frequency and time domain responses of Γ (f) 0 , respectively, which will be utilized in the next subsection to compute the corresponding hold-breathing signal.
Hold-breathing signal extraction. To reconstruct the corresponding hold-breathing signal from an instantaneous measured breathing signal, (14) can be reformulated as follows: 
Validation of the presented approaches. For further demonstration of the concept and its validation;
the breath and hold-breathing signals were collected from different human subjects using the Bluetooth-enabled piezoelectric system. In addition to that, the six subjects corresponding vital signs: respiration rate, heartbeat rate, and pressure pulse were measured using the conventional equipment. Table 2 summarizes the measured vital signs using conventional equipment and methods along with weight, height, age and subject's gender. The respiration rate was measured using Zephyr from Medtronic/US 40 . The heart beat and blood pressures were measured using the BP742N Blood Pressure monitor from Omron healthcare 39 . www.nature.com/scientificreports www.nature.com/scientificreports/ Figure 9 shows the average respiration cycles along with the corresponding hold-breathing signal superimposed with the averaged measured hold-breathing cycles of selected cases (8, 9 and 10, as per Tables 2 and 3 ). Figure 9 (a,c,e) are the instantaneously measured breathing cycles, and (b), (d) and (f) are their corresponding extracted hold-breathing corresponding cycles superimposed with the average measured hold-breathing cycles. Now, the corresponding RHB and PP parameters have been estimated from the signal represented in Fig. 9 . The current approach has been successfully employed to extract the hold breathing signals. Figure 9 (b,d,f) revealed that measured and extracted are well cooperated with each other. The error in regeneration of the holding-breath signal is very negligible. With the algorithms presented in ref. 19 ; the corresponding computed parameters are summarized in Table 3 .
The hold-breathing cycles extracted from the relevant respiration signals are identical to the measured hold-breathing cycles. Hence, the error of this extraction process is almost negligible, which proves the validity of the algorithm.
The exact location of the sensor affects the transfer functions, and the appropriate position has been optimized experimentally. The left side of the chest is the optimal position for the piezoelectric sheet to extract the hold-breathing signal. Nevertheless, the right side of the developed algorithm can extract the hold-breathing signal from the piezoelectric sheet placed on the right side of the chest, which is beneficial for patients with special conditions.
The differences in the respiration and hold-breathing patterns could be due to the differences in chest thicknesses of the different subjects under study. The chest thickness will cause delays and compression of the signal. Also these differences can be correlated to the lungs organ and heart muscle themselves. It is mostly unlikely that all human beings will have same heart and lungs characteristics in terms of size, shape; walls thicknesses and pumping capabilities, etc. Moreover their physiology will absolutely differ from person to another person.
Discussions
The following strategy has been adopted in the determination of the maximum and minimum thresholds to activate the hold-breathing or breathing modes. Indeed the two modes can be easily identified by observing the signal cycle period and its corresponding magnitude. As the typical heartbeat ranges between 60-100 beats/min: if the measured cycle period is equal to 0.75 ± 0.25 seconds, this clearly represents the hold breathing signal (i.e. cardiac signal). As the typical respiration breath rate ranges between 12-25 breaths/min for adults. If the measured cycle period is equal to be 3.25 ± 0.35 seconds, this clearly represents the breathing signal (i.e. respiration signal). Furthermore, it is worth to mention that both the shape profile and the cycle period of the respiration and cardiac signals do not change. The signal amplitude depending on the material piezoelectric coefficient incorporated in the sensor. Both respiration and beating rates are independent on the employed piezoelectric material coefficients and characteristics. Also the minor feature in the shape profile of the output signal of the PZT sensor does depend on the sensitivity of the material, i.e. the piezoelectric coefficients. Incorporated materials with higher coefficients pronounce more fine features. Nevertheless, the amplitude of the signal strongly depend on the piezoelectric coefficients. The higher the coefficient is, yields more signal strength. Therefore, the cycle period is the explicit parameter that can be used as a threshold to decide whether it is a respiration or hold-breathing mode. Hence; if the cycle period is less than 1.25 to be hold breathing and if more than that to be breathing mode.
The breathing signal is three times larger in amplitude than the hold-breathing signal, the produced electrical voltage corresponds to only cardiac cycle contraction and expansion activities. Meanwhile, during the breathing mode, the generated electrical voltage is due to both heart muscle and lung activities simultaneously. The hold-breathing signal exhibits a higher frequency than the breathing signal. The frequency of the latter signal represents the respiration rate, whereas the frequency of the former signal represents the heart rate. The heart rate is always higher than the respiration rate because the lungs normally expands and contracts up to 20 times a minute to supply oxygen to be distributed throughout the body and expel carbon dioxide that has been created throughout the body 41 . Meanwhile, the heart muscle expands and contracts up to 100 times a minute to supply blood to the entire body 37, 42 .
The sensitivity of the detection of the maximum and minimum peaks in the output signals of the piezoelectric depends on the piezoelectric voltage coefficient and the thickness of the incorporated material. For the employed current sensor, the positive peak is considered to be above 0.75 volt and the negative peak to be below −0.75 Volt Table 2 . Measured parameters for using conventional meters*. *Where; W: weigh in kg; H: height in meter; RR: respiration rate in breath per minute; PP: pulse pressure in mmHg; HB: heartbeat in beat per minute.
for the breathing mode. Meanwhile for the hold breathing mode, the positive peak is considered to be above 0.015 volt and the negative peak to be greater than −0.015 in magnitude. The cycle period has been determined for the respiration by the number of two zero crossing within which a maximum peak occurs. The respiration period then starts from the minimum point before the first zero crossing and ends with the second adjacent minimum point after the second crossing. Meanwhile the cycle for hold-breathing has been determined by the number of four zero crossing within which a maximum peak occurred. The hold breathing period then starts from the minimum point before the first zero crossing and ends with the last adjacent minimum point after the second crossing.
To avoid the miss-detection or over-detection due to the variance of the peak amplitude, PZT material has been used in fabricating the sensor as it is known to be the most sensitive piezoelectric material. Furthermore, during processing the zero crossings have been used to define the cycles and by that detect the peaks accurately.
To overcome the small noises of talking, or speaking during the measurements, vital signs extraction process have been perform after an averaging process. The averaging cycle was found over a specific time. There is not any constrain on the number of cycles that could be taken for the averaging, but for consistency all the measurements were taken for the same number of cycles.
The respiration and heartbeat signals are affected by emotional status of the subject, these small fluctuations are eliminated by the averaging process. The averaging process can affect the shape of the signal butt the final result in terms of heartbeat and respiration will not exceed an error of one cycle per minute. On the other hand, detecting abnormalities might be not accurate due to that. More studying should be performed for the future to be able to detect abnormalities affectively.
Moreover; the error is defined to be the [(conventional − measured)/conventional]. It could be due to the utilized mechanism principles of operation or even due to the averaging process of the signal and due to the possible delay of the material response of the heart activity from the chest membrane and material properties. The piezoelectric material exhibits high dielectric constant which results in parallel plate capacitance value. Placing the sensor in different areas on the chest has been studied to find the optimal position to place the sensor. It was found that the optimal position is on the left side of the chest above the heart. Nevertheless, any other position of the abdomen area gave a good results as the developed algorithm can work well if the sensor placed at any part of the abdomen area.
The main application of the current work is the monitoring of multiple vital signs of patients, such as the respiration rate from the piezoelectric signal, heart rate, and blood pressure from the extracted heartbeat signal. The advantage of the algorithm is that it does not require the patient to hold his or her breath while measuring and is improved compared to the existing algorithm, the proposed algorithm is able to measure a patient's heart rate and blood pressure using one small piezoelectric sheet while moving normally. Being able to measure multiple vital signs from one piezoelectric sheet makes the monitoring easier and more comfortable for patients, with fewer wiring complications. Moreover, the proposed method can extract the heart rate signal from the right side of the chest for special cases where the patient cannot tolerate electric monitors on top of the heart position.
Sullivan et al. 43 proposed a system composed of piezoelectric sensors and signal conditioning circuits and signal processing to extract multiple vital signs. They used sensors attached to the body of a person to detect signals, including mechanical, thermal and acoustic signals reflecting cardiac output, cardiac function, internal bleeding, respiration, pulse, apnea, and temperature. For noise reduction, they have used a separate piezoelectric sensor that was not attached to the person was used. Instead, the sensor was exposed to the environmental acoustic and vibration signals, while the sensor attached to the body was exposed to the environment as well as the body signals. Subtraction of one input from the other allows for noise reduction and yields only the signal of the body using initial measurements as control signals. They described that some of those measurements were related to heart rate measurements in the absence of respiration. The signal was run through filters and other signal-processing algorithms. The signal-processing techniques utilized prior knowledge of the expected signals to extract the desired information from the piezoelectric signal. The resultant signal was analyzed through routine techniques, including fast Fourier transform, to identify a primary signal frequency representing respiration and a second signal frequency representing heart rate. However, the signal was acquired with the subject being still and speechless during the data acquisition process.
The difference between the work presented in this paper and the work of Sullivan et al. is that Sullivan et al. defined the respiration signal to include only actions relating to respiratory activity. They used signal cancellation to reduce noise in the measured signal. Their work required the patient to hold his or her breath while extracting the heart rate parameters. Moreover, they simply referred to the application of "digital filters and known processing techniques" to achieve the separation of the signals.
The current work represents a paradigm shift for estimating the hold-breathing signal from the respiration signal. The experimental outcomes reveal the power of the proposed technique in terms of the high similarity between the measured and constructed signals. This approach will facilitate the development of new sensors to detect and identify respiration and heart abnormalities. Hence, this algorithm proved its ability to extract heart rate signals utilizing piezoelectric sensors placed away from the heart position, which is beneficial for patients with special conditions. Furthermore, the piezoelectric based sensor can be implemented in a compact wireless system that can transmitter the data over distance without the need to connect the subject to any equipment preventing him from movement. The piezoelectric sensor does not require any electrical contact with the subject 1  24  66  27  14  10  22   2  26  75  29  0  10  9   4  20  75  32  11  15  10   5  26  66  21  4  6  34   6  30  80  30  30  1  3   7  20  60  27  5  0  29   8  26  100  27  4  5  7   9  18  75  22  10  3  8   10  22  65  27  8  3  8 Average error ± STD (%) 10 ± 6 6 ± 3.5 15 ± 7.5 Table 3 . Extracted parameters from reconstructed Hold breathing cycles*. *ERR, EHB and EPP are the errors in RR rate, HB rate and PP, respectively.
as in the ECG electrode probing system. The piezoelectric output incorporates fine features that can be used for simultaneous multiple vital sign determination as well abnormalities identifications. One of the limitations of the algorithm is that the piezoelectric sheet should be placed on the chest and abdomen area. Furthermore, the algorithm can handle small noises, such as speaking, eating, and small movements, while measuring; these noises can be removed from the averaging process. The algorithm must be further improved to neglect the effect of major noises that could occur while moving.
The proposed approaches for the extraction of multiple vital signs simultaneously can be utilized in several applications. With further development and optimization it can be used in the detection of heart failure, lungs and cardiac abnormalities detection 44 . Currently there are huge interests in developing e-doctor based system that incorporates several defined medical conditions composed of several vital signs 45 . The physiological multi vital signs based emotion recognition system combined with statistical analysis, the system was able to recognize emotion on three basic emotional states 46 . It also can be employed in developing an automatic productive assessment systems to assess the ability of capturing the effect of construction workers' happiness on their productivity using physiological signals 47 .
conclusion
This study proposed a novel piezoelectric-based technique to extract the hold-breathing signal from the breathing signal utilizing piezoelectric theory and signal-processing techniques. The piezoelectric-based transducer, which is placed on the subject's chest, is used to collect the breathing signals. The piezoelectric transducer provides noninvasive and contactless connections. With the current approach, the patient is no longer required to hold his or her breath to collect the cardiac signals, as is required by other methods. The study outcomes revealed that the developed technique is simple, reliable, and easy to handle. Therefore, it causes minimal inconvenience to clinics and patients, particularly heart patients with special conditions.
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